According to the requirement of air quality (dust) detection in classroom and laboratory, a dust concentration detection system is designed. The system is based on bidirectional wireless communication technology and uses single chip computer as processor. It collects the concentration of dust particles in the air and air temperature and humidity information using DSM501 sensor system. In this paper, a wireless sensor network for monitoring dust concentration and environmental temperature and humidity is established by Zigbee technology. The detected information is transmitted to the host computer through wireless network for analysis and statistics. The PM2.5 concentration, temperature and humidity in classroom or laboratory air are measured and displayed. The comparative experiment proves that the consistency of the instrument is not more than 25%.
I. INTRODUCTION PM2.5 refers to particles smaller than or equal to 2.5 microns in diameter in the atmosphere, also known as particulate matter that can enter the lungs. PM2.5 is generally used to denote the concentration of dust or drifting dust in ambient air whose diameter is less than or equal to 2.5 um [1] [2].
The monitoring system of PM2.5 monitoring station is complex and its cost is usually over several hundred thousand RMByuan. Large monitoring systems cost more. A hand-held PM2.5 concentration detector has been developed. The devices are easy to carry and the measuring process is intuitive and simple. But it can only provide online real-time results detection, and has no data analysis and statistics functions [3] .A small monitoring system has been developed in this paper. It monitors dust concentration in classroom or laboratory in real time, Analysis and statistics of data transmitted by wireless to computer host, Display PM2.5 Concentration, Temperature and Humidity with Terminal Computer, Measurement data can also be displayed or stored by other media such as mobile phones.
II. OVERALL DESIGN OF THE SYSTEM

A. Composition of the System
Dust sensor module and temperature and humidity acquisition module are used in the system. Real-time collection of dust concentration, temperature and humidity information, Transmission to computer host by wireless transmission system of single chip computer (SCM), Data analysis, calculation and statistics are carried out by the host computer.
A Wireless Sensor Network Based on ZigBee Technology with Low Power Consumption, Low Cost and High Stability, It is used to monitor dust concentration and air temperature and humidity [4] . Using Netbeans as the development environment, TWaver Java software package is selected to make the graphical display of monitoring data more beautiful. ZigBee is used in typical periodic, intermittent and low reaction time data transmission [5] .
The schematic diagram of the system is shown in Figure I . 
B. Workflow of the System
The workflow of the system is as follows: ① Building network: Connection between dust sensor, temperature and humidity sensor and front-end MCU; Establishment of Connection between Receiver MCU and PC (via USB interface); ②Receiving MCU and PC host begin to work, Prepare to build wireless networks and wait for front-end nodes to join, After the connection is established, Node information is fed back to the PC host; ③Open PC host software and wait for data transmission; ④ Power up front-end acquisition equipment; ⑤The PC host receives the address information of the front-end equipment through the receiving MCU, Wireless transmission network has been established; ⑥The system software analyses and calculates the received dust concentration, temperature and humidity information, and displays them with graphical results.
III. HARDWARE DESIGN OF THE SYSTEM
The main hardware of the system includes DSM501 dust sensor, SHT11 temperature and humidity sensor, CC2430 single chip computer.
A. CC2430 Single Chip Microcomputer
CC2430 MCU mainly realizes wireless transmission between sensor module and computer host [6] .The transmission frequency is designed to be 2.4 GHz. The appearance of CC2430s circuit structure are shown in Figure  II .
FIGURE II. APPEARANCE AND CIRCUIT STRUCTURE OF CC2430
B. Dust Sensor
The principle of DSM501 is based on particle counting [7] .The principle of the dust sensor are shown in Figure III .
FIGURE III. PRINCIPLE OF THE DUSTSENSOR
The PMW signal is shown in Figure 4 .The PWM signal waveform output by the sensor in 30 seconds (a measurement cycle) is shown in the figure. The relationship between the low pulse rate of dust sensor and the number of dust particles is linear, The characteristic curve is shown in Fig.5 , Low pulse rate = (LT/UT) ×100%.The parameters of PM2.5 can be calculated as long as the low pulse rate per unit time is calculated and the number of detected particles can be obtained by referring to the characteristic curve [8] . Table I . C. SHT11 T&H Sensor SHT11 temperature and humidity sensor [9] adopt CMOS and sensor fusion technology. It can output digital temperature and humidity information in real time, the accuracy can reach about 2%~5%. It can meet the needs of system design. SHT11 includes temperature and humidity sensor, amplifier, A/D converter, calibration memory (E2PROM), RAM, state register, serial interface, control unit, heater and low voltage detection circuit. The output of calibrated relative humidity and temperature can be given. With dew point value calculation output function. The resolution of humidity output is 14 bits, the resolution of temperature output is 12 bits. It can be programmed to 12 bits and 8 bits. It has the function of data transmission verification. The appearance of SHT11 temperature and humidity sensor is shown in Figure VI . 
IV. PREPROCESSING OF SENSOR SIGNAL
The data acquired by the sensor can be pre-processed before it can be input into the MCU and finally displayed on the PC. For the dust sensor, the percentage of the low level in every 30 seconds is the final required dust concentration data.
For temperature and humidity sensors, the collected signals need to be compensated linearly [10] .
V. SOFTWARE DESIGN OF SYSTEM The system software is divided into two parts: the ZigBee network software [11] and the system background processing software [12] .
ZigBee wireless communication software is an important part of the whole software. Through this software, the functions of acquisition, reception and transmission of monitoring data can be realized, use C language as design language. This software transplants Z stack protocol and can support ZigBee system solution of CC2430.
The background processing software of the system realizes the functions of receiving, analyzing and statistic, on-line display and so on. It can ensure the friendliness and manageability of man-machine interface. The system software flow chart is shown in Figure VII Firstly, the power supply is connected with the CC2430 wireless transmitter, and then the dust sensor and the temperature and humidity sensor are connected with the CC2430 wireless transmitter unit to form a front-end monitoring point.
The self-made USB interface board (realizing serial communication function) is connected with the C C2430 wireless receiving unit, and the receiving end is formed by connecting the USB port and PC.
The monitoring point equipment is placed in the laboratory environment which needs to be monitored, and the power supply of the front-end monitoring point is turned on, the system is started, and the wireless communication network of the monitoring point and the receiving end is established. Open the background processing software of PC to start the monitoring function. The system monitors the dust concentration, air temperature and humidity and other related information and displays them in real time. The interface of data acquisition and monitoring display is shown in Figure IX . 
VII. DISCUSSIONS
The system uses CC2430 MCU as processor and low cost sensor module to collect dust concentration and air temperature and humidity information. A wireless sensor network for monitoring dust concentration and environmental temperature and humidity is established by ZigBee technology. The monitoring information is transmitted to the host computer by wireless mode, which realizes the wireless monitoring and display of PM2.5 concentration, temperature and humidity in classroom environment.
The experimental study shows that the consistency of the output signal of DSM501 sensor is poor [13] ,The measured value in the laboratory is about (+35%). Because DSM501 is an infrared dust sensor, its internal infrared LED light scattering particle signal is weak, so it can only detect more than 1 micron particles. The measurement accuracy is insufficient. In addition, DSM501 only uses heating resistance to drive the sampling air flow, and the number of sampling is small. The data calculation is completely handed over to the upper computer. Even after optimization design, it is difficult to achieve consistency less than (+20%) [14] .The research shows that the reasons affecting the consistency are the sensitivity of the photosensitive element, the focal length of the lens, the speed of the fan and so on. If the laser dust sensor is used, because of its own high performance CPU, the fan or blower is used to collect a large amount of data, and then the counting algorithm is analyzed, the data consistency of the laser dust sensor is better than that of the infrared dust sensor [15] [16] [17] .
The system implemented in this paper only displays the information of dust concentration, temperature and humidity in real time, and has no data statistical analysis function. In the follow-up, we will study the statistics of monitoring data and the graphical display of analysis results. It can form a complete system of real-time acquisition, real-time display and analysis and statistics.
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